Residual, (Degrees C)
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COEFFICIENTS:
a0 = 1.278963e-003

al
a2
a3

BATH TEMP

(ITS-90)
0.9997
4.5000
14. 9999
18. 4999
24. 0000
29. 0000
32. 5000

2. 600917e- 004
-2.461088e- 007
1.483211e- 007
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MV = (n - 524288) / 1.6e+007

R =(MV * 2.900e+009 + 1.024e+008) / (2.048e+004 - MV * 2.0e+005)
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Temperature ITS-90 = 1/{a0 + al[In(R) ] + a2[In’(R)] + a3[In*(R)]} - 273.15 (°C)

Residual = instrument temperature - bath temperature
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